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Abstract
Background: Luminex suspension microarray assays are in widespread use. There are issues of
variability of assay readings using this technology.
Methods and results: Size variation is demonstrated by transmission electron microscopy. Size
variations of microspheres are shown to occur in stepwise increments. A strong correspondence
between microsphere size distribution and distribution of fluorescent events from assays is shown.
An estimate is made of contribution of microsphere size variation to assay variance.
Conclusion: A probable significant cause of variance in suspended microsphere assay results is
variation in microsphere diameter. This can potentially be addressed by changes in the
manufacturing process. Provision to users of mean size, median size, skew, the number of standard
deviations that half the size range represents (sigma multiple), and standard deviation is
recommended. Establishing a higher sigma multiple for microsphere production is likely to deliver
a significant improvement in precision of raw instrument readings. Further research is
recommended on the molecular architecture of microsphere coatings.
Background
A suspended microarray assay system uses small particles
such as microrods or microspheres that contain some
method for identifying a set, often termed a classifier.
Classifiers are often 2 (or 3 in the cased of the new
Luminex 3-D system) fluorophores dedicated to the task
of identifying a particle set, but may be transponders or
some other method. An assay used to detect an analyte is
bound to the surface of a set of identically classified parti-
cles, which are generally in the size range 3–15 microns.
These particles are added to a liquid containing the ana-
lyte. (In systems such as "smart dust", the assay may be
distributed in the field to detect analytes and read differ-
ently.) The final step in the assay activates a reporter fluor-
ophore that provides a signal. In systems using
fluorophores for classification, the reporter fluorophore is
distinct, and will have a significant frequency difference
from the classification fluorophores. The particles are run
through a flow cytometer, which is generally optimized
for the specific system used. For each particle in the mix-
ture, the cytometer identifies the classifier together with
the fluorescence reading of the reporter fluorophore.
Because the particle classifiers are unique for each analyte,
it is possible to multiplex the assays together in a test tube.
Additionally, multi-well assay plates can be used, and
such assays then become a high throughput system.
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In the Luminex system analyzed here, fluid with a sample
of microspheres flows up through a probe, which has a tip
with 5 very fine holes leading to a single channel at the
top. The fluid travels through a system of tubing and
valves into the flow cell, where (in the current equipment)
two lasers are present. One laser stimulates the two
marker fluorophores, and the other stimulates the
reporter fluorophore. A system of avalanche photodiodes
and photomultiplier tube captures and reads the fluores-
cence from marker and reporter emissions.
Methods
Samples of uncoated microspheres were vortexed, pipet-
ted on to copper grids (Electron Microscopy Sciences, Hat-
field, PA) which were carbon coated in the lab prior to
use. Images were made by transmission electron micros-
copy (TEM) using a JEM-1230 (JEOL Ltd. Tokyo, Japan).
In total, 23 images with 194 microspheres were obtained.
No staining was used since solid polystyrene spheres of 5
microns or larger have high contrast in vacuum. Micro-
spheres were measured on one axis using Adobe Pho-
toshop 5.5 measurement tool. Numbers were overtyped
on each measured microsphere using Photoshop. In these
TIFF images, 342 pixels = 20 micron. 1 micron = 14.7 pix-
els. Pixel measurement error, ±1 pixel. Estimated measure-
ment accuracy, ±0.07 micron.
Archived Luminex assay data was used for samples of high
level fluorescence from biotin high value assay controls
(Table 1).
Results
Figure 1 shows a sample micrograph subsection that illus-
trates size differences. The standard deviation for the TEM
sample of 194 microspheres was 0.66 microns around a
mean of 6.29 microns and a median of 6.14 microns.
Microsphere sizes ranged from 5.6 to 12.5 microns diam-
eter. This sample of 194 microspheres had a 0% chance of
presenting the results shown (Figure 2) if the true mean of
the population was 5.6 microns and the standard devia-
tion was the 0.66 microns determined by TEM.
Discussion
Heuristics based estimate of probable microsphere size 
variance
Luminex supplied a specification for the microspheres of
a diameter of 5.4–5.8 microns with a mean of 5.6 n. This
is a range of 0.4 microns. The specification was used as a
guide to the possible range of diameters for this heuristics
based calculation. The specification lacks a sigma multi-
ple.
In manufacturing, a standard high level target for toler-
ances (acceptable variation in measurement for a dimen-
sion of a part) is that 6σ (six-sigma) is inside the tolerance
[1]. (In this context, σ  and  s  are generally used inter-
changeably to mean standard deviation.) A 6σ specifica-
tion means that 1 in 108 items will fall outside of the
specified tolerance. (Motorola defines 'six-sigma' for such
processes as ≈±4.5 σ, because they assume manufacturing
process mean drift of 1.5 σ  between machine adjust-
ments.) Six-sigma is used here as a 'best case' that can rea-
sonably be expected for the standard deviation in
microsphere sizes. Since a normal distribution is two-
tailed from its center, one σ in a direction is 1/12 of the
A pair of microspheres of quite different sizes from an image  subsection Figure 1
A pair of microspheres of quite different sizes from an image 
subsection. Numbers 49 and 50 are 9.1 microns and 6.3 
microns, respectively, to illustrate degree of size difference.
Table 1: Archival data used for calculation of mean brightness of 
high fluorescence signal control microspheres. All data is from 
one instrument to eliminate any inter-instrument calibration 
issues.
N Weighted 
average of 
ratios
Total N
Dataset 1 6.12 50 7.40 231
Dataset 2 4.34 30
Dataset 3 12.80 32
Dataset 4 7.41 23
Dataset 5 7.23 96
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specified full tolerance range of 0.4 microns. Six-sigma is
considered the modern target for manufacturing of elec-
tronics and precision parts. However, some industrial
processes are run at higher than six-sigma.
Using 6σ as the target, the supplied range of 0.4 microns/
12 = 0.033 microns as the standard deviation if 6σ were
the specification. This establishes a reasonable low
boundary for a heuristic estimate.
Similarly, in older school manufacturing (which is still
used for certain types of parts) good practice for tolerances
is to hold ±3σ (3 sigma). This means that roughly three
items per 1,000 will be out of tolerance specification.
Using 3σ as the tolerance, it would be expected that the σ
on microsphere size is 0.4 microns/6 = 0.066 microns as
the standard deviation. This will be the middle of our heu-
ristic range estimate.
Less controlled manufacturing processes have higher
reject rates, in the order of 1% to 40% failure to hold tol-
erance. They will hold somewhere around 1 to 2 σ of
manufactured product within a specified tolerance due to
intrinsic or extrinsic factors. Thus, 2σ was used as the high
boundary. This corresponds to 5% failure to hold toler-
ance. Thus, using 2σ as the specification, 0.4 microns/4 =
0.1 micron as the standard deviation. This is the high esti-
mate.
Low σ estimate = 0.033 micron
Middle σ estimate = 0.066 micron
High σ estimate = 0.01 micron
Estimate of size based on fluorescent intensity
This experimentally-based estimate first examined the
probability that individual microspheres vary signifi-
cantly in brightness because of random variation in the
number of antigens or antibodies bound per microsphere.
However, since the sample size (i.e. antigen or antibodies
bound) per microsphere is on the order of 105 to 107 [2],
differences in percentage of analyte bound to micro-
spheres as a source of variance should be approximately
zero. In cases with very large antigens, the density on the
surface of the microspheres may be lower. However, in
such cases (e.g. viral particles), multiple antibody binding
sites are likely to be available per antigen surface.
An experimentally-based estimate of the standard devia-
tion of microsphere size was developed and termed "com-
bined virtual". This means that the microsphere size
variation derived takes all sources of variation into
account. The true variation in size may be less depending
on what proportion of it is based on microsphere size, and
what proportion on electronic/optical system noise.
Using the average for the brightest high value control set
(Table 1) allows a simple proportion to be established:
Where:
F = maximum fluorescent intensity
σF = standard deviation of maximum fluorescent intensity
B = microsphere surface area
σB = standard deviation of microsphere surface area
This is a histogram of transmission electron microscopy sample of microsphere sizes for the study, where N (number of meas- urements) = 194 Figure 2
This is a histogram of transmission electron microscopy sample of microsphere sizes for the study, where N (number of meas-
urements) = 194. Compare with Figure 3 to see similarity of distribution, for width of distribution and high side outliers.Theoretical Biology and Medical Modelling 2007, 4:31 http://www.tbiomed.com/content/4/1/31
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The data for this proportion were a set of values taken
from archived Luminex assays. All assays had a high value
biotin control microsphere (which serves as a fully occu-
pied, therefore high fluorescent signal, assay) as hown in
Table 1.
Table 1 was developed to fill in the equation for calculat-
ing the standard deviation in microsphere diameter for
Luminex microspheres. It represents 231 well readings,
obtaining   = 7.40. From the Luminex specification
diameter = 5.6 microns, so B = 4πr2 = 4π(5.6/2)2 = 98.52
square microns. Substituting these values into equation 2
gives:
σB = 98.52/7.40 = 13.31 square microns
Thus, the standard deviation of microsphere area corre-
sponds to a sphere of 13.31 microns in area. Such a sphere
has a diameter of   = 2.06 microns.
By this experimentally-derived method, the microsphere
combined virtual size standard deviation (i.e from all
sources)  ≈ 2.06 microns. This combined estimate of
microsphere size σ should be considerably larger than the
true microsphere size variation, since no correction has
been made for any other sources of variance. This estimate
falls far outside the heuristics based estimate of the previ-
ous subsection.
Transmission electron microscopy based size estimate
The first author's manufacturing experience and instruc-
tional literature on quality control [3] indicate that the
true mean for any manufactured part varies from lot to lot,
between machines used for manufacturing; so does the
standard deviation. In addition, preliminary indications
from TEM (data not shown) suggested that coated micro-
spheres that have been frozen and thawed repeatedly may
show greater variance than uncoated microspheres from
this sample.
A histogram of the measurement data extracted from the
TEM images (Figure 2) shows a distribution quite similar
to the distributions of fluorescent intensity as exampled in
Figure 3. The standard deviation of 0.66 micron for the
TEM sample is over 6 times the calculated standard devia-
tion for a 2-sigma manufacturing [1] process. The sigma
multiple has significant impact on assay precision and is
a primary focus of discussion.
Microspheres measured by TEM had a mean diameter at
or above the published mean of 5.6. That the micro-
spheres mean diameter of 6.14 microns was different
from the published specification of 5.6 microns is not
inherently a problem. If true mean diameter of micro-
spheres, standard deviation and skew were published by
lot, then algorithms could correct them relative to each
other. Additionally, where standard curves are used to
determine concentrations, true microsphere diameter is
automatically adjusted for. Where mean diameter
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Histogram of a representative sample of events for one classifier from an event set Figure 3
Histogram of a representative sample of events for one classifier from an event set. Classifier shown is region 97, N = 136. This 
histogram is based on fluorescent intensity of the reporter fluorophore. Compare with Figure 2.Theoretical Biology and Medical Modelling 2007, 4:31 http://www.tbiomed.com/content/4/1/31
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becomes a concern is when assays are used with cutoff val-
ues, for example to make a diagnosis. However, size vari-
ation will always impact precision.
Optimal trimming of data could be based on distribution 
characteristics
Examining microsphere size distribution again (Figure 2),
the primary distribution is seen to occur between 5 and 7
microns. Trimming the high end skew above 7 microns
removes approximately 5% of the data points in this sam-
ple (10 microspheres). This optimized trimming of data
results in a standard deviation of 0.18 microns, a signifi-
cant improvement over 0.66 microns. The improvement
in variance is   = 13.45 times.
Such an improvement in variance is probably within
reach of an improved algorithm that uses as its input the
true size distribution of the microspheres being read. Such
a distribution could be developed by quality control sam-
pling of microsphere size, which could be automated.
This proposal's relationship to trimmed values is
unknown.
How much of the variance in fluorescent intensity is 
probably due to the microspheres?
The ratio of the standard deviation of microsphere size
distribution over the standard deviation of luminance
'combined virtual' is   = 0.32. By this measure,
roughly 32% of the difference seen in fluorescent intensity
readings could be due to variation in microsphere size.
Using the formal definition of variance,   = 0.10 or
10% of variance probably due to size. Note that total var-
iance (where variance is denoted by V) is composed of:
VMicrosphere size + VOpto-electronic + VBench + VOther
Thus, by this estimate, the remaining 68 – 90% of vari-
ance is composed of all other sources, with opto-elec-
tronic system variance being one component of this
remainder. Other experiments (not shown) suggest that
bench variance is a quite significant source. Taken
together, this suggests that microsphere size is a reasona-
ble target for improvement of assay precision.
Probability of selecting N microspheres significantly 
outside the mean size
We now discuss a model for the probability of drawing a
number of microspheres, N, from a well, all of which are
above (or by extension, below) the mean diameter of
spheres specified in Luminex literature at 5.6 microns
using 5.4 – 5.8 microns as the range.
Figure 4 shows the probability that N microspheres in a
sample would have a diameter greater than the Z value
shown, given the microsphere standard deviation of 0.66
microns determined by TEM. The values of N shown were
selected because they correspond to the published range
[4]. (Although the graph is continuous, such events hap-
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Graphs of the probability of N microspheres above size Z when microsphere size sigma = 0.66 microns Figure 4
Graphs of the probability of N microspheres above size Z when microsphere size sigma = 0.66 microns.Theoretical Biology and Medical Modelling 2007, 4:31 http://www.tbiomed.com/content/4/1/31
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pen in a discrete distribution, the quantum being a single
microsphere.) This topic could be developed further in a
mathematical summation to map the 'phase space' to clar-
ify its implications. However, the relevant point should be
clear from the graph: the mean fluorescent intensity for an
identical homogenous sample can vary significantly for
purely stochastic reasons. The basis of a major source of
stochastic variance is the distribution of microsphere
sizes.
Relationship of size to brightness
It is useful to have as high a sigma multiple as possible for
a set of manufactured microspheres. Figure 5 shows the
problem inherent in use of microspheres that do not have
tight control on microsphere size. Although microsphere
surface area varies with the square of the radius, this
region is so small it is for practical purposes linear.
If the entire microsphere sample is above the value given,
it will present a distribution of microspheres displaying a
higher fluorescent intensity for the same sample. This flu-
orescent range will be variable, and may be skewed. How-
ever, for the sake of simplicity, the center of the
distribution will be assumed to be at least 1.3 × σ microns
above the value shown. This must be assumed because if
all of the microspheres in the sample are above the size
specified, the sample will still have a normal distribution
of sizes with a mean higher than that of the smallest
microsphere. The assumption that the mean of the sample
is only 1.3 standard deviations from the edge of its distri-
bution is quite conservative; it can easily be higher.
As an example, a relatively common occurrence for a 100
microsphere count sample is an approximately 22% prob-
ability that all microspheres are larger than 5.65 microns
(Figure 4). (And by extension, in a balanced normal dis-
tribution, 22% are smaller than 5.0 microns.) This would
be a microsphere set centered at 5.65 ± (~1.3 × 0.66)
microns, or 5.0 – 6.25 microns. (0.66 is the standard devi-
ation from the TEM results.) Using the proposed model, a
sample centered exactly on 5.6 microns would have a flu-
orescent intensity ratio of 1.0 (figure 5), while a sample at
6.26 microns mean diameter would have fluorescent
intensity ratio of 1.26 to the nominal mean value, an
increase of 26% in fluorescent intensity for the specific
microsphere set for the well. Similarly, the same probabil-
ity exists that all diameters in the sample are or 26%
lower. This indicates that roughly 50% (i.e. ≈27% × 2) of
results would occupy a range of 26% higher or lower than
they should be, from one well to the next.
Comparison of worked example with results
When averaged over an entire plate of 96 wells with a 25-
plex assay in each well (data not shown), the mean high
side variation from the mean was +59%. The mean low
side variation is -56% from the sample mean. These fig-
ures were derived from trimmed mean data. This indi-
cates, as expected, that the total summation of variation
has an upper and lower bound greater and lower, respec-
tively than the variation in the preceding proposed model
(±26%). This is in reasonable agreement with the example
workup in relationship of size to brightness above.
Graph of the ratio of fluorescent intensity to true normal by bead size Figure 5
Graph of the ratio of fluorescent intensity to true normal by bead size. A ratio of 1 is for a microsphere sample equal to the 
specified mean microsphere diameter. This shows the relationship of microsphere diameter to brightness of signal, illustrating 
the correspondence of brightness as an r2 relation.Theoretical Biology and Medical Modelling 2007, 4:31 http://www.tbiomed.com/content/4/1/31
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Microsphere sizes in TEM data display an exponential 
regression for outlier sizing
Figure 6 shows sizes expressed as volume of microspheres
for all existing data points above 7 microns, using the vol-
ume of the mean 6.4 micron diameter as the first reference
datapoint. A pattern such as this, with rough doubling of
volume between occurrences, most likely indicates a regu-
lar manufacturing process issue that can be corrected.
Conclusion
The overall conclusion is that a probable significant cause
of variance in suspended microsphere assay results is the
variation in microsphere diameter. Lowering the standard
deviation of microsphere size and improving the sigma
multiple for lot quality control appears likely to be an area
for improvement. Doing so will lower the amount of sto-
chastic variance of this type of assay system, and improve
the precision of these assays. Provision of accurate mean
size, median size, skew and sigma multiple for the size
range would be useful to users. Additionally, there is a
need for more research into the details of the microparti-
cles used in suspended microarray assay systems, how sur-
faces are coated and the molecular architecture resulting
from various coating protocols.
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Appendix
Approximate density of antibody per microsphere
It was decided to provide this workup as an appendix
because there is no other published estimate of binding
sites that describes how the estimate was done.
According to Luminex, carboxylation sites are present on
the polystyrene molecules prior to forming the micro-
spheres [5]. Consequently, an overabundance and even
distribution of binding sites should be expected.
At its base, each antibody (Ab) is 52 angstroms in diame-
ter, 150 angstroms at the top and 160 angstroms long.
160 angstroms = 0.016 microns, i.e. 0.006 of the radius of
a microsphere.
50 angstroms is 0.005 microns. A circle 160 angstroms in
diameter is assigned as the region on the surface of a
microsphere for each attachment. This seems a reasonable
value for now, since the length of each Ab is such a tiny
percentage of the radius of the sphere. There will be no sig-
nificant difference in size on the surface from the base to
the ends of the Y in the antibody in terms of the radian
angle needed. It is set to 160 to give 5 angstroms mini-
mum clearance on a side.
Surface area of a sphere is 4πr2 which for the Luminex
microspheres ~4π * 2.82 = 98.52 microns2. 1 micron = 105
angstroms. 1 micron2 = 1010 angstroms2.
This Ab circle occupies an area of πr2 for the Ab. That is
π0.0082 = 0.00020106 microns2. Adding the size of the
Regression on microsphere volume above 7 microns diameter Figure 6
Regression on microsphere volume above 7 microns diameter. The spacing of data points along this fitted curve indicates that 
microspheres are enlarged by stepwise increments. This suggests that the reason for variation in size is a problem of detach-
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triangular section required to tile the surface, this becomes
0.000222 microns2
98.52 microns2/2.22 10-4 = 4.4438 × 105
Maximum probable number of Ab per microsphere ~ 4.8 ×
105.
However, if one assumes that the Abs can crowd some-
what, by removing the triangular section, a larger number
of roughly 4.8 × 107 is obtained. This larger number is
quite reasonable since the geometry of antibodies allows
it.
±2 to 4 orders of magnitude isabout as good as can be
expected by this method given the unknowns.
Maximum total is roughly 4.8 × 105/6.02 × 1023 = 7.37 ×
10-19 moles of detection per microsphere.
A figure supplied by Luminex is 6.7 × 105 binding sites per
microsphere[2]. In discussion with Luminex chief of
R&D, the methods used are roughly equivalent to those
used in this appendix, and shows good agreement.
Acknowledgements
The Luciw lab is thanked for providing sample microspheres. David Gard-
ner is thanked for coordination between laboratories relative to the trans-
mission electron microscopy work. Elizabeth Reay is thanked for editing. 
This work was supported by BW Education and Forensics of Cheyenne, 
Wyoming, and KonnectWorld, Inc. of Davis, California.
References
1. Pyzdek T: The Six Sigma handbook : a complete guide for
greenbelts,   blackbelts, and managers at all levels.  New York,
New York, McGraw-Hill; 2001. 
2. Iannone MA, Consler TG: Effect of Microsphere Binding Site
Density on the Apparent Affinity of an Interaction Partner.
Cytometry Part A 2006, 69A:374-383.
3. Smith B: Making war on defects - Six Sigma Design .  IEEE Spec-
trum 1993, 30(9):43-47.
4. Jacobson JW, Oliver KG, Weiss C, Kettman J: Analysis of Individ-
ual Data from Bead-Based Assays ("Bead Arrays").  Cytometry
Part A 2006, 69A:384-390.
5. Jacobsen JW: Conversation at xMap 2006 that carboxylation
chemistry is added to the polystyrene molecules prior to
forming the beads.  Edited by: Hanley B. Dallas, TX ; 2006. 